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Sleep Epochs

• 30-second duration epochs usually 
manually labelled.
• There are up to six sleep stages:

• awake; 
• rapid eye movement sleep (REM);
• non-rapid eye movement (Non-REM);
• sleep stage NREM 1 (N1); 
• sleep stage NREM 2 (N2);
• sleep stage NREM 3 (N3).

• Each night has 4-6 cycles (90mins)



PSG: Sleep Monitoring 
Gold Standard
• Polysomnography (PSG) is a multi-

sensor approach
• electroencephalography (EEG), 
• electromyography (EMG) 
• electrooculography (EOG

• Together facilitate the measurement 
of brain activity, alongside both 
muscle and eye movement. 
• Measurements of respiratory and 

cardiac activity are also often 
included. 



Alternatives…

• Basic measures of sleep eg duration, awake episodes, sleeping 
pattern, bedtime routine, perception after sleep.
• These could be asked through a questionnaire/sleep diary.
• Or
• Smartphones basic features:

• Has the phone been used (when).
• Accelerometer of phone placed on mattress can measure movements.
• Microphone (for sleep apnea).

• Under mattress (acceleration/pressure).
• Contactless Radio (its own lesson).



Sleep Apnea

• Sleep Apnea occurs when throat 
muscles relax and block air flow 
to the lungs.

Penzel, T., Kantelhardt, J., Lo, CC. et al. Dynamics of Heart Rate and Sleep Stages in Normals and 
Patients with Sleep Apnea. Neuropsychopharmacol 28 (Suppl 1), S48–S53 (2003).

Y axis a measure of IBI



Apps vs PSG: not very good!

Kim K, Park DY, Song YJ, Han S, Kim HJ. Consumer-grade sleep trackers are still not up to par 
compared to polysomnography. Sleep Breath. 2021 Nov 5. 



Actigraphy

• Use of accelerometers for measuring movement while sleeping
• Movement patterns associated with awake/sleep

• Unable to detect motionless awake



PPG!

• Wearables with accelerometers and PPG can measure motion as well 
as HR, PRW (pulse rate variability).

• PPG-based wearables identify wake and sleep with a performance 
similar to, or better than, research-grade actigraphy devices.

• Sleep stages monitoring is still accurate enough…





PPG on wearables vs PSG

The deep sleep duration, REM sleep 
duration, and WASO measured by the Fitbit 
Alta HR significantly correlated with PSG 
results, although Fitbit Alta HR 
underestimated the duration of light sleep 
when compared to PSG (253 min vs 287 
min). 



How do we calculate Sleep Stages from PPG?
An example
• Sleep epochs of 30s.
• Motion features

• Activity count over epoch (e.g. integrated area under the accelerometer 
signal).

• Accelerometer magnitude.
• Time since last significant movement.
• Time till next significant movement.

Estimation of sleep stages in a healthy adult population from optical plethysmography and 
accelerometer signals. Z Beattie, Y Oyang, A Statan, A Ghoreyshi, A Pantelopoulos, A Russell and C 
Heneghan.. 2017 Institute of Physics and Engineering in Medicine
Physiological Measurement, Volume 38, Number 11.



Heart Rate Variability Features

• Inter Beat Interval to calculate Pulse Rate Variability:
• High Frequency (eg through DFT) 0.15–0.4 Hz
• Low Frequency 0.04–0.15 Hz
• VLF power (0.015–0.04 Hz)
• RMSSD: Root mean square of successive differences of IBI 
• pNN50: proportion of successive IBIs that differ more than 50ms over total IBIs
• Delta IBIs
• Mean heart rate
• 90th percentile heart rate
• 10th percentile heart rate



Breathing Features

1s breathing sample: take the frequency spectrum (and limit the power 
of frequency to plausible breathing frequencies).

• HF power (0.15–0.4 Hz)
• LF power (0.04–0.15 Hz)
• VLF power (0.015–0.04 Hz)



New wearables and sleep…
• Oura Ring 
• Oura underestimated TST and overestimated 

WASO.
• Oura significantly underestimated REM sleep 

and light sleep (stage N1+N2), and 
overestimated time spent in deep sleep (stage 
N3)



Deep learning approaches over PPG Sleep 

• Works that use transfer learning: model trained on a large database 
of heart rate variability (HRV) measures and then fine-tuned to a 
smaller database of pulse rate variability (PRV) measures derived 
from the IBIs detected on the PPG.  
• ECG can be used to calculate HRV and HRV can be correlated with 

sleep stages (LSTM models seem good)
• There is a lot of ECG data: train on that! 
• Then transfer to lower data regime



Deep learning approaches over PPG Sleep 

Radha, M., Fonseca, P., Moreau, A. et al. A deep transfer learning approach for wearable 
sleep stage classification with photoplethysmography. npj Digit. Med. 4, 135 (2021).





Performance

Cohen’s kappa: how much is the agreement of each method with PSG?



PPG. When does it not work: Motion…
Bland-Altman Plots

Navalta JW, Montes J, Bodell NG, Salatto RW, Manning JW, DeBeliso M 
(2020) Concurrent heart rate validity of wearable technology devices during 
trail running. PLoS ONE 15(8).

Polar 7 strap as ground truth



PPG on Earables. When does it not work: 
Micro motion…

Lip pulling Running

Red line: PPG in stationary case. Gray line:(same user) in various motion sessions for that movement



PPG. When it does not work: Skin colour

• Paper [1] discusses:

• That Paper [2] found no significant difference in accuracy across skin tones but did 
find differences by devices in response to changes in activity.

• Previously reported studies [3] finding wearables using green light technology had 
larger errors rates in tracking heart rate and energy expenditure for individuals with 
darker skin tones especially if exercising.

• Racial biases and limitations of Fitzpatrick Skin Type Scale: originally used for 
propensity skin to burn :)

• too few people with the darkest skin tones were included (n = 9 in FST Type 6) in 
paper [2].
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Questions


